[Biomicroscopic pneumatic ophthalmodynamography (author's transl)].
One hundred volunteers were examined with a new pneumatic dynamometer which permits the use of the slit lamp and the Hruby lens, this is a noncorneal-contact instrument indicating the relationship between diastolic systemic pressure and diastolic ophthalmic pressure; in the latter case, the pressures in the two eyes are compared.